Middle ear prosthesis: significance in magnetic resonance imaging.
The Armstrong model of the Schuknecht gel foam and wire prosthesis was tested in the magnetic field of a 1.5 Tesla magnet. The wire component of the prosthesis was found to be non-magnetic. Patients with this prosthesis can therefore undergo MRI examination safely. Two previous articles from the non radiologic literature concerning the magnetic properties of metallic middle ear prostheses are reviewed.